Cryogenic Temperature-dependent Refractive Index Measurements of N-BK7, BaLKN3, and SF15 for NOTES PDI by Leviton, Douglas F. et al.
Source of Acquisition 
NASA Goddard Space Flight Center 
Cryogenic temperature-dependent refractive index measurements of 
N-BK7, BaL 3, and SF15 for NOTES PDT 
Bradley J. ~rey*,  Douglas B. Leviton, Timothy J. Madison 
NASA Goddard Space Flight Center, Greenbelt, MD 20771 
ABSTRACT 
In order to enable high quality lens designs using N-BK7, BaLKN3, and SF15 at cryogenic temperatures, we have 
measured the absolute refractive index of prisms of these three materials using the Cryogenic, High-Accuracy Refraction 
Measuring System (CHARMS) at NASA's Goddard Space Flight Center, as a function of both wavelength and 
temperature. For N-BK7, we report absolute refractive index and therrno-optic coefficient (dn/dT) at temperatures 
ranging from 50 to 300 K at wavelengths from 0.45 to 2.7 pm; for BaLKN3 we cover temperatures ranging from 40 to 
300 K and wavelengths from 0.4 to 2.6 pm; for SF15 we cover temperatures ranging from 50 to 300 K and wavelengths 
from 0.45 to 2.6 pm. We compare our measurements with others in the literature and provide temperature-dependent 
Sellmeier coefficients based on our data to allow accurate interpolation of index to other wavelengths and temperatures. 
While we generally find good agreement (+I-2 x for N-BK7, <1x10-~ for the other materials) at room temperature 
between our measured values and those provided by the vendor, there is some variation between the datasheets provided 
with the prisms we measured and the catalog values published by the vendor. This underlines the importance of 
measuring the absolute refractive index of the material when precise knowledge of the refractive index is required. 
Keywords: Refractive index, N-BK7, BaLKN3, SF15, cryogenic, infrared, refractometer, thermo-optic coefficient, 
CHARMS 
1. INTRODUCTION 
The Cryogenic High Accuracy Refraction Measuring System (CHARMS) has been recently developed at GSFC to make 
refractive index measurements in the absolute sense (in vacuum) down to temperatures as low as 15 K with unsurpassed 
accuracy using the method of minimum deviation r e f r a c t ~ m e t r ~ . ' ~ ~ ~ ~  For low index materials with only modest 
dispersion such as synthetic fused silica, CHARMS can measure absolute index with an uncertainty in the sixth decimal 
place of index. For other materials with higher indices and high dispersion, CHARMS can measure absolute index with 
an uncertainty of about one part in the fourth decimal place of index. 
For this study one prismatic sample each of N-BK7, BaLKN3 and SF15 was purchased by NOTES, so no conclusions as 
to the interspecimen variability of refractive index for these materials can be drawn from the CHARMS measurements 
alone. The prisms were fabricated to fit in the custom CHARMS sample chamber - common prism dimensions are 
refracting face length and height of 38.1 mm and 28.6 mm, respectively. The apex angle of the prism for each material 
is designed so that the beam deviation angle for the highest index in the material's transparent range will equal the 
largest accessible deviation angle of the refractometer, 60". Nominal apex angles for the prisms measured in this study 
are: N-BK7 - 59.0°, BaLKN3 - 59.0°, and SF15 - 56.0". 
2. PRESENTATION OF MEASURED INDEX DATA 
Detailed descriptions of our data acquisition and reduction processes are documented elsewhere4, as are our calibration 
procedures5. In general we fit our raw measured data to a temperature dependent Sellmeier model of the form: 
" s , (T) -A~ 
n2(h,T)-1 = 
i=, 3L2 -A; (T) 
where Si are the strengths of the resonance features in the material at wavelengths hi . When dealing with a wavelength 
interval between wavelengths of physical resonances in the material, the summation may be approximated by only a few 
terms, m - typically three6. In such an approximation, resonance strengths Si and wavelengths hi no longer have direct 
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physical significance but are rather parameters used to generate an adequately accurate fit to empirical data. If these 
parameters are assumed to be functions of T, one can generate a temperature-dependent Sellmeier model for n(h,T). 
Historically, this modeling approach has been employed with significant success for a variety of materials despite a 
rather serious sparsity of available index measurements - to cover a wide range of temperatures and wavelengths - upon 
which to base a model. One solution to the shortcoming of lack of measured index data has been to appeal to room 
temperature refractive index data at several wavelengths to anchor the model and then to extrapolate index values for 
otheq temperatures using accurate measurements of the thermo-optic coefficient dddT at those temperatures, which are 
much easier to make than accurate measurements of the index itself at exotic temperatures6. This is of course a 
potentially dangerous assumption, depending on the sample material in question and the required accuracy of refractive 
index knowledge. 
Meanwhile, with CHARMS, we have made direct measurements of index densely sampled over a wide range of 
wavelengths and temperatures to produce a model with residuals on the order of the uncertainties in our raw index 
measurements. For our models, we have found that 4th order temperature dependences in all three terms in each of Si 
and hi work adequately well, as also found previously in the literature6. The Sellmeier equation consequently becomes: 
Si(T).A2 
n2(A,T)-1 = 
,=I A2 -A? (T) 
where, 
4 
S, (T) = ZS, ST' 
These Sellmeier models are our best statistical representation of the measured data over the complete measured ranges of 
wavelength and temperature. All of the following tabulated values for the refractive index have been calculated using 
this Sellmeier model based on our measured data using the appropriate coefficients in Table 5 for N-BK7, Table 10 for 
BaLKN3, and Table 15 for SF15. Typically the residuals of the fits from measured values is less than the uncertainty 
respective measurements (see Table 1 for N-BK7, Table 6 for BaLKN3, and Table 11 for SF15 for measurement 
uncertainties). 
2.1 N-BK7 
Absolute refractive indices of N-BK7 were measured over the 0.45 to 2.7 microns wavelength range and over the 
temperature range from 50 to 300 K for a single test specimen. Our typical measurement uncertainties for this material 
are listed in Table 1. Indices are plotted in Figure 1, tabulated in Table 2 for selected temperatures and wavelengths. 
Spectral dispersion is plotted in Figure 2, tabulated in Table 3. Thermo-optic coefficient is plotted in Figure 3, tabulated 
in Table 4. Coefficients for the three term Sellmeier model with 4~ order temperature dependence are given in Table 5. 
Table 1: Uncertainty in absolute refractive index measurements of N-BK7 for selected wavelengths and temperatures 
wavelength 
0.50 microns 
0.75 microns 
1 .OO microns 
1.50 microns 
2.50 microns 
55 K 75 K 100 K 200 K 295 K 
5.5E-05 5.5E-05 5.5E-05 5.5E-05 5.5E-05 
2.1E-05 2.OE-05 2.OE-05 2.OE-05 2.OE-05 
1.6E-05 1.4E-05 1.4E-05 1.4E-05 1.4E-05 
1.5E-05 1.3E-05 1.3E-05 1.3E-05 1.3E-05 
1.9E-05 1.8E-05 l.8E-05 1.7E-05 1.7E-05 
Absolute refractive index of N-BK7 with temperature 
0.0 wavelength [microns] 2.0 
wavelength 
0.5 microns 
0.6 microns 
0.7 microns 
0.8 microns 
0.9 microns 
1.0 microns 
1.5 microns 
2.0 microns 
2.5 microns 
Figure 1: Measured absolute refractive index of N-BK7 as a function of wavelength for selected temperatures 
Table 2: Measured absolute refractive index of N-BK7 for selected wavelengths and temperatures 
I Spectral dispersion of N-BK7 with temperature 1 
-0.08 , 
0.0 1 .O 2.0 3.0 
wavelength [microns] 
Figure 2: Measured spectral dispersion (dnldh) of N-BK7 as a function of wavelength for selected temperatures 
Table 3: Measured spectral dispersion (dnldh) of N-BK7 for selected wavelengths and temperatures 
wavelength 60 K 70 K 80 K 90 K l 0 0 K  150K 200K 250K 295K 
0.50 microns -0.06755 -0.06756 -0.06757 -0.06758 -0.06760 -0.06769 -0.06783 -0.06800 -0.06821 
0.60 microns -0.03963 -0.03963 -0.03964 -0.03964 -0.03965 -0.03970 -0.03978 -0.03987 -0.03996 
0.70 microns -0.02664 -0.02664 -0.02664 -0.02664 -0.02665 -0.02668 -0.02672 -0.02677 -0.02684 
0.80 microns -0.01 998 -0.01 998 -0.01 998 -0.01 999 -0.01 999 -0.02000 -0.02004 -0.02007 -0.0201 0 
0.90 microns -0.01602 -0.01 602 -0.01 602 -0.01 602 -0.01 602 -0.01 604 -0.01 605 -0.01 608 -0.01 61 1 
1 .OO microns -0.01409 -0.01 409 -0.01 409 -0.01 41 0 -0.01 41 0 -0.01 41 1 -0.01 41 2 -0.01 414 -0.0141 5 
1.50 microns -0.01 233 -0.01 233 -0.01 233 -0.01 233 -0.01 233 -0.01 232 -0.01 232 -0.01 232 -0.01 232 
2.00 microns -0.01 504 -0.01 504 -0.01 504 -0.01 503 -0.01 503 -0.01 504 -0.01 503 -0.01 502 -0.01 501 
2.50 microns -0.01 930 -0.01 930 -0.01 929 -0.01 929 -0.01 929 -0.01 928 -0.01 927 -0.01 925 -0.01 923 
I Thermo-optic coefficient of N-BK7 with temperature 
1 .o 2.0 
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Figure 3: Measured thermo-optic coefficient (dn/dT) of N-BK7 as a function of wavelength for selected temperatures 
Table 4: Measured thermo-optic coefficient (dnldT) of N-BK7 for selected wavelengths and temperatures 
wavelength 60 K 70 K 80 K 90K 100K 150K 200K 250K 295K 
0.50 microns -1.35E-06 -1.31 E-06 -1.27E-06 -1.24E-06 -1.20E-06 -9.04E-07 1.48E-07 1.08E-06 1.93E-06 
0.60 microns -1.38E-06 -1.36E-06 -1.34E-06 -1.32E-06 -1.30E-06 -1.06E-06 -6.48E-08 7.91 E-07 1.56E-06 
0.70 microns -1.47E-06 -1.45E-06 -1.42E-06 -1.40E-06 -1.38E-06 -1.1 6E-06 -2.04E-07 6.48E-07 1.42E-06 
0.80 microns -1.46E-06 -1.45E-06 -1.43E-06 -1.42E-06 -1.40E-06 -1.23E-06 -2.85E-07 5.50E-07 1.30E-06 
0.90 microns -1.45E-06 -1.44E-06 -1.44E-06 -1.43E-06 -1.42E-06 -1.27E-06 -3.27E-07 4.92E-07 1.23E-06 
1.00 microns -1.47E-06 -1.47E-06 -1.46E-06 -1.46E-06 -1.45E-06 -1.30E-06 -3.71 E-07 4.46E-07 1 .I 8E-06 
1.50 microns -1.49E-06 -1.48E-06 -1.47E-06 -1.46E-06 -1.45E-06 -1.30E-06 -3.93E-07 4.09E-07 1.1 3E-06 
2.00 microns -1.56E-06 -1.53E-06 -1.51 E-06 -1.48E-06 -1.46E-06 -1.27E-06 -4.05E-07 3.90E-07 1.1 1 E-06 
2.50 microns -1.61 E-06 -1.57E-06 -1.54E-06 -1.50E-06 -1.47E-06 -1.1 9E-06 -2.97E-07 5.00E-07 1.22E-06 
Table 5: Coefficients for the temperature-dependent Sellmeier fit of the refractive index of N-BK7 measured by CHARMS. Average 
absolute residual of the fit from the measured data is 1 x 10'~; the measurement uncertainty for N-BK7 is listed in Table 1. 
Coefficients for the temperature dependent Sellmeier equation for N-BK7 
50KIT<300K;  0.45pm5h52.7pm 
S1 Sz S3 hl 3.2 3.3 
Constant term 
T term 
T2 term 
T3 term 
T4 term 
1.07036 0.202896 0.850659 8.20884E-02 . 0.141222 9.38638 
1.75658E-03 -1.75289E-03 1.03233E-03 4.35600E-05 -5.41379E-05 5.24515E-03 
-4.28401E-06 4.18934E-06 -6.88935E-06 5.85421E-08 4.72890E-06 -3.54202E-05 
-1.65687E-11 4.52824E-10 2.56510E-08 -4.13612E-10 -2.73546E-08 1.32249E-07 
7.55467E-12 -8.18792E-12 -4.71564E-11 5.610590E-13 8.01380E-11 -2.38407E-10 
2.2 BaLKN3 
Absolute refractive indices of BaLKN3 were measured over the 0.4 to 2.6 microns wavelength range and over the 
temperature range from 40 to 300 K for a single test specimen. Our typical measurement uncertainties for this material 
are listed in Table 6. Indices are plotted in Figure 4, tabulated in Table 7 for selected temperatures and wavelengths. 
Spectral dispersion is plotted in Figure 5, tabulated in Table 8. Thermo-optic coefficient is plotted in Figure 6, tabulated 
in Table 9. Coefficients for the three term Sellmeier model with 4h order temperature dependence are given in Table 10. 
Table 6: Uncertainty in absolute refractive index measurements of BaLKN3 for selected wavelengths and temperatures 
wavelength 40 K 75 K 100 K 200 K 295 K 
0.50microns 5.9E-05 5.9E-05 5.9E-05 5.9E-05 5.9E-05 
0.75 microns 2.2E-05 2.lE-05 2.OE-05 2.OE-05 2.OE-05 
1 .OO microns 1.5E-05 1.4E-05 1.4E-05 1.3E-05 1.3E-05 
1.50 microns 1.4E-05 1.3E-05 1.2E-05 l.lE-05 l.lE-05 
2.50 microns 1.7E-05 1.6E-05 1.6E-05 1.5E-05 1.5E-05 
Absolute refractive index of BaLKN3 with temperature 
1 .o 2.0 
wavelength [microns] 
Figure 4: Measured absolute refractive index of BaLKN3 as a function of wavelength for selected temperatures 
Table 7: Measured absolute refractive index of BaLKN3 for selected wavelengths and temperatures 
wavelength 
0.40 microns 
0.50 microns 
0.60 microns 
0.70 microns 
0.80 microns 
0.90 microns 
1.00 microns 
1.50 microns 
2.00 microns 
2.50 microns 
Spectral dispersion of BaLKN3 with temperature 
1 .o 2.0 
wavelength [microns] 
Figure 5: Measured spectral dispersion (dntdh) of BaLKN3 as a function of wavelength for selected temperatures 
Table 8: Measured spectral dispersion (dnldh) of BaLKN3 for selected wavelengths and temperatures 
wavelength 40 K 50 K 60K 70 K 
0.50 microns -0.07292 -0.07292 -0.07293 -0.07293 
0.60 microns -0.04216 -0.04217 -0.042 18 -0.04219 
0.70 microns -0.02790 -0.02789 -0.02789 -0.02790 
0.80 microns -0.02053 -0.02052 -0.02052 -0.02052 
0.90 microns -0.01612 -0.01612 -0.01612 -0.01613 
1.00 microns -0.01388 -0.01388 -0.01388 -0.01388 
1.50 microns -0.01 129 -0.01 129 -0.01 130 -0.01 130 
2.00 microns -0.01350 -0.01350 -0.01350 -0.01350 
2.50 microns -0.01700 -0.01699 -0.01698 -0.01698 
I Thermo-optic coefficient of BaLKN3 with temperature 
1 .o 2.0 
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Figure 6: Measured thermo-optic coefficient (dddT) of BaLKN3 as a function of wavelength for selected temperatures 
Table 9: Measured thermo-optic coefficient (dddT) of BaLKN3 for selected wavelengths and temperatures 
wavelength 40 K 50 K 60 K 70 K 80 K 90 K 100 K 150 K 200 K 250K 295 K 
0.40 microns -1.56E-06 -1.52E-06 -1.48E-06 -1.44E-06 -1.40E-06 -1.36E-06 -1.31E-06 -9.27E-07 2.83E-07 1.31E-06 2.24E-06 
0.50 microns -1.54E-06 -1.55E-06 -1.56E-06 -1.57E-06 -1.58E-06 -1.59E-06 -1.60E-06 -1.38E-06 -2.60E-07 6.06E-07 1.38E-06 
0.60 microns -1.55E-06 -1.58E-06 -1.61E-06 -1.64E-06 -1.66E-06 -1.69E-06 -1.72E-06 -1.62E-06 -5.44E-07 2.83E-07 1.03E-06 
0.70 microns -1.70E-06 -1.71E-06 -1.72E-06 -1.73E-06 -1.74E-06 -1.75E-06 -1.76E-06 -1.65E-06 -6.93E-07 1.08E-07 8.30E-07 
0.80 microns -1.64E-06 -1.67E-06 -1.70E-06 -1.72E-06 -1.75E-06 -1.78E-06 -1.80E-06 -1.75E-06 -7.84E-07 -8.25E-09 6.90E-07 
0.90 microns -1.59E-06 -1.63E-06 -1.66E-06 -1.70E-06 -1.74E-06 -1.78E-06 -1.82E-06 -1.81E-06 -8.48E-07 -8.33E-08 6.05E-07 
1.00 microns -1.64E-06 -1.68E-06 -1.71E-06 -1.75E-06 -1.79E-06 -1.83E-06 -1.86E-06 -1.85E-06 -8.87E-07 -1.21E-07 5.69E-07 
1.50 microns -1.64E-06 -1.69E-06 -1.73E-06 -1.78E-06 -1.83E-06 -1.87E-06 -1.92E-06 -1.99E-06 -1.01E-06 -1.71E-07 5.81E-07 
2.00 microns -1.65E-06 -1.70E-06 -1.74E-06 -1.78E-06 -1.83E-06 -1.87E-06 -1.91E-06 -1.88E-06 -9.02E-07 -1.69E-07 4.91E-07 
2.50 microns - 1.42E-06 -1.49E-06 - 1.56E-06 - 1.63E-06 - 1.70E-06 -1.77E-06 -1.84E-06 - 1.82E-06 -7.79E-07 - 1.08E-07 4.96E-07 
Table 10: Coefficients for the temperature-dependent Sellmeier fit of the refractive index of BaLKN3 measured by CHARMS. 
Average absolute residual of the fit from the measured data is 1 x 10" and the measurement uncertainty for BaLKN3 is listed in Table 
6. 
Coefficients for the temperature dependent Sellmeier equation for BaLKN3 
4 0 K I T I 3 0 0 K ;  0.4 pms  h52.6pm 
S1 Sz S3 A1 3.2 S 
Constant term 
T term 
T2 term 
T3 term 
T4 term 
1,02149 0.254360 0.953229 7.75429E-02 0.146401 10.4822 
1.09614E-03 -1.09610E-03 -1.15882E-03 4.95158E-05 1.35564E-04 -5.99745E-03 
-4.59805E-06 4.53092E-06 1.39465E-05 -1.40035E-07 -4.89553E-07 7.24685E-05 
6.64l31E-09 -6.35629E-09 -5.48539E-08 -1.08903E-10 6.14665E-10 -2.84140E-07 
1.87385E-12 -2.20840E-12 7.03221E-11 8.22667E-13 4.69066E-13 3.63353E-10 
Absolute refractive indices of SF15 were measured over the 0.45 to 2.6 microns wavelength range and over the 
temperature range from 50 to 300 K for a single test specimen. Our typical measurement uncertainties for this material 
are listed in Table 11. Indices are plotted in Figure 7, tabulated in Table 12 for selected temperatures and wavelengths. 
Spectral dispersion is plotted in Figure 8, tabulated in Table 13. Thermo-optic coefficient is plotted in Figure 9, 
tabulated in Table 14. Coefficients for the three term Sellmeier model with 4h order temperature dependence are given 
in Table 15. 
Table 11: Uncertainty in absolute refractive index measurements of SF15 for selected wavelengths and temperatures 
wavelength 50 K 75 K 100 K 200 K 295 K 
0.50microns 8.3E-05 8.3E-05 8.3E-05 8.4E-05 8.5E-05 
0.75microns 3.4E-05 3.4E-05 3.4E-05 3.4E-05 3.4E-05 
1.00 microns 2.3E-05 2.2E-05 2.2E-05 2.2E-05 2.2E-05 
1.50 microns 1.5E-05 1.4E-05 1.4E-05 1.4E-05 1.4E-05 
2.50 microns 1.6E-05 1.5E-05 1.5E-05 1.5E-05 1.5E-05 
I Absolute refractive index of SF15 with temperature I 
1 .o 2.0 
wavelength [microns] 
Figure 7: Measured absolute refractive index of SF15 as a function of wavelength for selected temperatures 
Table 12: Measured absolute refractive index of SF15 for selected wavelengths and temperatures 
wavelength 
0.5 microns 
0.6 microns 
0.7 microns 
0.8 microns 
0.9 microns 
1.0 microns 
1.5 microns 
2.0 microns 
2.5 microns 
I Spectral dispersion of SF15 with temperature I 
0.0 1.0 wavelength [microns] 2.0 3.0 
Figure 8: Measured spectral dispersion (dnldh) of SF15 as a function of wavelength for selected temperatures 
Table 13: Measured spectral dispersion (dnldh) of SF15 for selected wavelengths and temperatures 
wavelength 
0.50 microns 
0.60 microns 
0.70 microns 
0.80 microns 
0.90 microns 
1 .OO microns 
1.50 microns 
2.00 microns 
2.50 microns 
Thermo-optic coefficient of SF15 with temperature 
8E-06 
F 
F 
2E-06 
'El \ 
C 
'El 
OEi-00 
wavelength [microns] 2.0 
Figure 9: Measured thermo-optic coefficient (dn/dT) of SF15 as a function of wavelength for selected temperatures 
Table 14: Measured thermo-optic coefficient (dn1dT) of SF15 for selected wavelengths and temperatures 
wavelength 40 K 50 K 60K 70 K 80 K 90K 100K 150K 200K 250K 295 K 
0.50 microns -1.09E-06 -1.39E-06 -1.54E-06 -1.56E-06 -1.46E-06 -1.27E-06 -9.75E-07 7.68E-07 2.55E-06 4.14E-06 5.92E-06 
0.60 microns -1.67E-06 -1.86E-06 -1.94E-06 -1.93E-06 -1.85E-06 -1.72E-06 -1.50E-06 -2.09E-07 1.26E-06 2.73E-06 4.36E-06 
0.70 microns -1.92E-06 -2.04E-06 -2.09E-06 -2.08E-06 -2.02E-06 -1.91E-06 -1.73E-06 -6.68E-07 6.26E-07 2.01E-06 3.53E-06 
0.80 microns -2.06E-06 -2.15E-06 -2.18E-06 -2.17E-06 -2.11E-06 -2.01E-06 -1.86E-06 -9.23E-07 2.72E-07 1.60E-06 3.05E-06 
0.90 microns -2.14E-06 -2.21E-06 -2.24E-06 -2.22E-06 -2.17E-06 -2.08E-06 -1.95E-06 -1.08E-06 5.51E-08 1.34E-06 2.75E-06 
1.00 microns -2.20E-06 -2.26E-06 -2.28E-06 -2.26E-06 -2.21E-06 -2.13E-06 -2.01E-06 -1.20E-06 -8.90E-08 1.18E-06 2.56E-06 
1.50 microns -2.28E-06 -2.34E-06 -2.38E-06 -2.39E-06 -2.37E-06 -2.32E-06 -2.23E-06 -1.49E-06 -3.89E-07 8.62E-07 2.22E-06 
2.00 microns -2.27E-06 -2.37E-06 -2.43E-06 -2.47E-06 -2.47E-06 -2.44E-06 -2.36E-06 -1.59E-06 -4.10E-07 8.38E-07 2.17E-06 
2.50 microns -2.29E-06 -2.39E-06 -2.46E-06 -2.50E-06 -2.50E-06 -2.46E-06 -2.36E-06 -1.46E-06 -1.98E-07 9.31E-07 2.05E-06 
Table 15: Coefficients for the temperature-dependent Sellmeier fit of the refractive index of SF15 measured by CHARMS. Average 
absolute residual of the fit from the measured data is 1 x and the measurement uncertainty for SF15 is listed in Table 11. 
Coefficients for the temperature dependent Sellmeier equation for SF15 
50 K I T 5 3 0 0  K; 0.45 pm53.52.6 pm 
S1 S2 S3 A1 3.2 3.3 
Constant term 
T term 
term 
term 
T4 term 
1.54987 0.239639 1.00213 -0.10935 0.234428 10.5886 
6.36428E-04 -6.45708E-04 -1.35256E-03 -5.12795E-05 1.22009E-04 -6.57792E-03 
-3.71495E-06 3.72173E-06 1.47878E-05 3,13053E-07 -6.67055E-07 7.18922E-05 
3.70739E-09 -3.66675E-09 -3.17135E-08 -3.50897B-10 7.61606E-10 -1.53702E-07 
-1.71512E-24 -1.55595E-24 3.38150E-23 -5.01524E-20 -1.37513E-18 -5.30573E-19 
3. COMPARISON WITH LITERATURE VALUES 
There is very little refractive index data with which to compare our CHARMS measurements for these materials at room 
temperature, and even less at cryogenics temperatures. In Figure 10 we have compared the fit generated based on 
CHARMS measured data with the dispersion relation published in the Schott optical glass catalog7 for N-BK7 at room 
temperature (22" C). In addition, several data points were listed on the datasheet provided with the sample from Schott, 
and additional data points were obtained from a second datasheet provided by Schott which corresponds to a batch of N- 
BK7 produced in a different, but temporally adjacent, production run (batch # TNA08622). All values from Schott were 
measured in air and corrected by Schott to the standard conditions of 22" C and 760 mm Hg. We further corrected 
Schott's data to correspond to values of absolute refractive index by multiplying by a constant value of 1.00027 to 
compensate for the refractive index of air. Figure 10 shows a range of interspecimen variability on the order of 
approximately +I- 2 x lu4 with our measurements contained within that range. 
The results for BaLKN3 are plotted in Figure 11. Here we show the deviation of our measurements from the datasheet 
provided with the sample prism, and also from another Schott datasheet provided by Q.Gong/Swales that corresponds to 
an unspecified batch of BaLKN3. 
The results for SF15 are plotted in Figure 12. The deviation between the CHARMS measured values and those in the 
Schott glass catalog are on the order of our measurement uncertainty for this material. An additional datasheet provided 
by Q.Gong/Swales from an unspecified batch of SF15 confirms this agreement, but no datasheet was provided from the 
manufacturer for this batch of SF15. 
Room temperature variation in absolute refractive index of N-BK7 
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Figure 10: Comparison of measured and published values for the refractive index of N-BK7 at room temperature 
I Room temperature variation in absolute refractive index of BaLKN3 I 
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Figure 1 1: Comparison of measured and published values for the refractive index of BaLKN3 at room temperature 
I Room temperature comparison of absolute refractive index of SF15 
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Figure 12: Comparison of measured and published values for the refractive index of SF15 at room temperature 
4. CONCLUSION 
W e  have measured the absolute refractive indices of the materials N-BK7, BaLKN3, and SF15. We have found 
variability between multiple datasheets provided by Schott and the Schott optical glass catalog dispersion relation on the 
order of 2 x for the material N-BK7. Even though the uncertainty in the CHARMS measurements described herein 
are (sometimes significantly) smaller than this variability, one must use caution in applying the measured CHARMS data 
to batches other than those measured when the required accuracy of knowledge of refractive index is less than 2 x 
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